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Figure S1: 1H-NMR spectrum of pure CBD with the chemical structure of CBD shown along with the numbers used for peak identification.
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Figure S2: 1H-NMR spectrum of pure naphthalene with the chemical structure shown along with the numbers used for peak identification.
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Figure S3: Representative 1H-NMR spectrum of patch A in CDCl3 with naphthalene as calibrant.
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Figure S4: Representative 1H-NMR spectrum of patch B in CDCl3 with naphthalene as calibrant.
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Figure S5: Representative 1H-NMR spectrum of patch C 50 mg patch in CDCl3 with naphthalene as calibrant.
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Figure S6: Representative 1H-NMR spectrum of patch C 75 mg patch in CDCl3 with naphthalene as calibrant.
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Figure S7: Representative 1H-NMR spectrum of patch C 100 mg patch in CDCl3 with naphthalene as calibrant.
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Figure S8: Representative 1H-NMR spectrum of patch D in CDCl3 with naphthalene as calibrant.






Table S1. Results of the qNMR and HPLC-MS testing, for six samples with known CBD content, in the form of the percentage of the recovery.
	Sample no.
	Recovery from qNMR [%]
	Recovery from HPLC [%]

	1
	100.7
	96.5

	2
	95.8
	96.4

	3
	99.6
	91.5

	4
	99.0
	95.8

	5
	99.6
	92.4

	6
	95.9
	92.7

	Total average
	98.4±2
	94.2±2



[bookmark: _Ref84159764]Table S2. Results of the HPLC-MS testing in the form of the determined amount of CBD and the CBD stated by the manufacturer/company as well as the difference between the labeled and determined amount.
	Brand
	mCBD determined HPLC-MS [mg]
	mCBD stated by manufacturer/company [mg]
	Difference between labeled and determined value [%]

	A
	29.3
	40
	-31

	B
	37.2
	40
	-7

	C 50 mg
	61.3
	50
	20

	C 75 mg
	98.5
	75
	27

	C 100 mg
	133.1
	100
	28
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